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I OVERVIEW

RK1940 Series High Voltage Tester is a type of a high precision

hi-voltage testing meter which can display 4 1/2 digits and have been used

at the hi-voltage measurement fields about AC and DC .

II Main technical characteristics

1. Test range

RK1940-1type: AC. DC

RK1940-2 type:
RK1940-3 type:
RK1940-4 type:
RK1940-5 type:
2. Accuracy : *(3% +5digits)

3. Impedance input: 1000MQ

AC. DC

AC. DC

AC. DC

AC. DC

(0.500~10.000)KV
(1.000~20.000)KV
(1.000~30.000)KV
(1.000~20.000)KV.(20.000~40.000) KV

(1.000~20.000)KV.(20.000~50.000) KV

4. Voltage display: 4 1/2 LED display



5. Work environment:
Temperature:0~40°C;
Humidity: <75%RH;

Power input: 220V+10%;

II. Method

1. Connect with the Power, turn on the power switch(l), preheat 10
minutes.

2. Choose AC/DC switch @

3. Connect the hi-voltage output port and the ground port to the

hi-voltage input port (3 and ground port®), then you can test.

4. AC calibration zero: You can adjust the calibration potentiometer
Rx3 on the instrument board if there have some number on the screen
before using.

5. Calibration: Open the instrument housings, You can adjust the Rx1
to proofread the DC value, adjust the Rx2 to proofread the AC value.
Note, please proofread the DC value first, and then proofread the AC

value.



IV Panel

(D Power switch @ Ground port

(3 Hi-voltage Input @ AC Indicator

® AC/DC Switch ©® DC Indicator

(@ LED Digital display ®Indicator for 20kV Range

(@switch for range 20kV/40kV

(0Indicator for 40kV Range

RK1940-1 / RK1940-2
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RK 1940-3 (Without ® @ @9)/RK 1940-4/RK1940-5
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SHENZHEN MEIRUIKE ELECTRONIC TECHNOLOGY CO.,, LTD..

Product Packing List

Name of product: Digital Hi—voltage Tester

| tem Full name Quantity
1 Power Line 1
2 Hi—-voltage Testing wire 1
3 Ground wire 1
4 Manuall 1
o Certification 1
6 Tester 1
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